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Abstract—Most bioelectric signals are not only functions of
time but also exhibit a variation in spatial distribution.
Surface EMG signals are often ‘‘summarized’’ by a large
electrode. The effect of such an electrode is interpreted as
averaging the potential at the surface of the skin beneath the
electrode. We ﬁrst introduce an electrical equivalent model to
delineate this principle of averaging. Next, in a realistic ﬁnite
element model of EMG generation, two outcome variables
are evaluated to assess the validity of the averaging principle.
One is the change in voltage distribution in the volume
conductor after electrode application. The other is the change
in voltage across the high impedance double layer between
tissue and electrode. We found that the principle of averaging
is valid, once the impedance of the double layer is sufﬁciently
high. The simulations also revealed that skin conductivity
plays a role. High-density surface EMG provided experi-
mental evidence consistent with the simulation results. A grid
with 120 small electrodes was placed over the thenar muscles
of the hand. Electrical nerve stimulation assured a repro-
ducible compound muscle response. The averaged grid
response was compared with a single electrode matching
the surface of the high-density electrodes. The experimental
results showed relatively small errors indicating that averag-
ing of the surface potential by the electrode is a valid
principle under most practical conditions.
Keywords—Surface EMG, High-density, Finite element,
Model, Muscle ﬁber.
ABBREVIATIONS
HD-sEMG High-density surface EMG
CMAP Compound muscle action potential
INTRODUCTION
Bioelectric signals are not only a function of time
but also have an often complex spatial distribution.
However, in practical applications, it is common
practice to summarize this spatial distribution. For
example, in electrodiagnostic medicine, the spatial
pattern of a surface EMG signal is often reduced to a
single value using a large electrode over the skin.6,21,22
The implicit assumption is that the signal from such a
large electrode approximates the average of the
potential distribution beneath the electrode, or more
precisely, how it would appear if the electrode were not
present. This behavior is sometimes denoted as inte-
gration,12 a term that falsely suggests that the potential
increases with increasing electrode size.
In the interpretation of experimental EMG data,
and similarly in modeling studies, the action of a large
electrode is described as averaging the potential over
the surface of the skin.4,5,7–9,11 It should be noted,
however, that such studies do not provide evidence to
support this assumption, since the skin-electrode
interface properties are not taken into account. In re-
lated application ﬁelds, the electrode has been modeled
more precisely and the impedance between the elec-
trode and the skin has been explicitly considered.2,13,20
Two essential assertions are implicit when assuming
averaging of the surface potential at the electrode:
I. The distribution of the electric potential in the
volume conductor, speciﬁcally at the skin
surface under the electrode, is not altered by
the presence of the electrode.
II. The signal at the electrode is the true average
of the potential at the skin surface under the
electrode.
Once the bioelectric electrode is applied to the
skin, it forms an electrical double layer, the speciﬁc
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characteristics of which depend on the material of the
electrode.24 The double layer can be modeled, how-
ever, with a series of n parallel impedances, indepen-
dent of the electrode material. From the schematic
drawing in Fig. 1 of a single electrode overlying a
muscle as bioelectric source, we can conclude for the
relation between the currents ik and the electrode
potential Ve that
Xn
k¼1
ik ¼
Xn
k¼1
Vk  Ve
Zk
ð1Þ
where Zk is the kth parallel impedance of the double
layer, ik is the current through it, and Vk is the
potential at the skin surface beneath Zk. From this
Ve
Xn
k¼1
1
Zk
¼
Xn
k¼1
Vk
Zk

Xn
k¼1
ik ð2Þ
As modern ampliﬁer systems have high input
impedances, it can be assumed that, ia, the sum of all
currents ﬂowing across the skin–electrode interface
Xn
k¼1
ik ¼ ia  0 ð3Þ
Each of the currents ik that emerge from the tissue into
the electrode at one site must, therefore, vanish again
into the tissue at other sites. In that case Eq. (2) can be
rewritten as
Ve 
Pn
k¼1
Vk
ZkPn
k¼1
1
Zk
ð4Þ
An important condition for the validity of assertion II
above may be derived directly from Eq. (4). Equation
(4) illustrates that the averaging of the potential at the
electrode depends on the relative distribution of the
impedances Zk. Ve is not a simple average, but a
weighted average of the potential distribution, whereby
the relative reciprocals of the distributed impedances
are the weighting factors. It is crucial to note that the
above relates to the relative difference between the
distributed electrode impedances Zk and is irrespective
of their absolute values. For the second assumption to
be true, we must thus assume that all impedances are
equal, Zk = Zo, after which it follows that
Ve 
Pn
k¼1 Vk
n
ð5Þ
The above schematic approach implicitly takes the ﬁrst
assumption into account. The potentials in the tissue
V1;V2; . . . ;Vn (Fig. 1) are assumed not to be affected
by the presence of the electrode. To satisfy this
assumption, the impedance of the electrode–skin con-
tact must be much greater than the effective imped-
ances within the volume conductor.
In the following, we ﬁrst use the results of a ﬁnite
element volume conductor model to provide a quan-
titative foundation to support the above introductory
reasoning. Next, the basic theoretical model and the
simulation results are compared to an experimen-
tal condition in which high-density surface EMG
(HD-sEMG) and a large electrode were both used to
study the thenar muscle group during electrical nerve
stimulation.
METHODS
Finite Element Model
A four-layer ﬁnite element volume conductor model
was constructed to simulate electric muscle activity
within a limited volume conductor representing part
of a limb. The volume conductor was modeled as a
44-mm radius cylinder (Fig. 2a), comprising an inner
core of bone (5 mm), surrounded by cylindrically
FIGURE 1. Schematic diagram of an EMG measurement using a single large electrode above muscle tissue. The spatially
distributed potentials (V), impedances (Z), and current flow for a large electrode are shown. The amplifier with input impedance is
visualized as well.
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anisotropic muscle tissue (35 mm) and outer layers of
subcutaneous fat tissue (3 mm) and skin tissue (1 mm).
The model parameters are summarized in Table 1.
The ﬁnite element mesh was generated and the elec-
trical potential throughout the model was solved using
EMAS (EMAS 4.1, Ansoft Corp., Pittsburgh, PA), as
described in previous studies.15 The volume conductor
geometry was meshed using three-dimensional, linear,
tetrahedral elements (Fig. 2b). The distance between
adjacent nodes of the mesh varied from 0.1 mm along
the muscle ﬁber to 8 mm deeper within the volume
conductor. Wave propagation and inductive effects
were assumed to be negligible, consistent with previous
EMG models, and the electric ﬁeld, ~E; in the volume
conductor was solved usingMaxwell’s equation derived
from Ampere’s Law,
r  e @
~E
@t
þ r~E
 !
¼ 0 ð6Þ
where r is the conductivity and e is the permittivity of
the medium. ~E is assumed to be a gradient ﬁeld, i.e.,
~E ¼ r/; where / is the electric scalar potential. It
was assumed that the normal component of the electric
ﬁeld was equal to zero at the boundary of the model.
The potential at the most distal node from the elec-
trode was set to zero.
The muscle ﬁber action potential was represented
as a line of 150 propagating point current sources,
obtained by discretization of the second spatial
derivative of the transmembrane potential and scaling
appropriately.18 The muscle ﬁber action potential was
simulated to propagate along the muscle ﬁber with
uniform velocity in both directions away from the
neuromuscular junction, which was located midway
along the ﬁber. Charge balance was maintained
during the initiation of the action potentials at the
neuromuscular junction and extinction at the ﬁber–
tendon transitions.15 In the examples presented, the
muscle ﬁber was 150 mm in length, located 2 mm
below the interface of the muscle and fat tissues and
an action potential propagation velocity of 4 m/s was
assumed. The temporal evolution of the potential at
the electrode, and throughout the model, was calcu-
lated at 0.25 ms intervals using the EMAS time
domain solver.
As skin conductivity was found to be a critical
parameter in the model, two diﬀerent values of skin
conductivity were incorporated in the model, denoted
‘‘resistive skin’’ and ‘‘conductive skin,’’ to represent a
large range of possible values (Table 1). The value for
resistive skin was chosen based on values reported by
FIGURE 2. (a) Schematic diagram of the three-layer volume
conductor model with an inner core of bone with 5 mm radius,
a 5 40 mm, b 5 43 mm, and c 5 44 mm. (b) Surface of finite
element model showing the thin double layer between the
conductive electrode and the skin. (c) Schematic of weighted
electrode used to illustrate the relative weighting of the sur-
face potential by the electrode impedances. The double layer
of the electrode shown in (b) was divided into two sections of
different impedances, separated by a 2-mm air gap.
TABLE 1. Model parameters (Conductivity and relative
permittivity values were chosen at 100 Hz).
Outer radius of cylinder 44 mm
Cylinder length 300 mm
Skin thickness 1 mm
Subcutaneous fat thickness 3 mm
Bone radius 5 mm
Bone conductivity 0.02 S/m
Muscle conductivity (axial direction) 0.4 S/m
Muscle conductivity
(transverse direction)
0.09 S/m
Muscle relative permittivity
(axial direction)
2 9 107
Muscle relative permittivity
(transverse direction)
4.4 9 106
Fat conductivity 0.04 S/m
Fat permittivity 1.5 9 105
Skin conductivity (resistive skin) 4.3 9 104 S/m
Skin conductivity (conductive skin) 1.0 S/m
Skin permittivity 5.53 9 104
Double layer thickness
(numerically limited)
1 mm
Default double layer conductivity 3.33 9 104 S/m
(30 kX/cm2)
Default double layer relative
permittivity
3.38 9 104 (30 nF/cm2)
Electrode conductivity 6 9 107 S/m
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Gabriel et al.10 while the conductive value is chosen
based on Roeleveld et al.16
A single square electrode (20 mm 9 20 mm) was
positioned on the skin surface directly above the muscle
ﬁber (Fig. 2a, b), 33 mm away from the neuromuscular
junction. The surface of the electrode was represented
as a layer of conductive silver material using two-
dimensional (1 mm 9 1 mm) rectangular elements and
a thin electrical double layer was included between the
skin and electrode. The three-dimensional homoge-
neous double layer was realized by incorporating a
uniformly thin (1 mm) layer between the conductive
electrode surface and the skin tissue. The thickness of
the double layer was chosen to preserve essential fea-
tures of the double layer (a very thin layer of known
resistance and capacitance), while maintaining the
feasibility of meshing the area surrounding the elec-
trode and minimizing the computational burden. The
conductivity and relative permittivity of the double
layer were calculated so that the electrode–skin
impedance had a resistive component of 30 kX/cm2 and
a capacitive component of 30 nF/cm2, similar to
experimentally reported values.17 A similar approach
has previously been adopted in modeling the electrode–
skin contact in impedance tomography13 and, more
recently, for capturing microelectrode behavior.2
Simulated action potentials at the skin surface were
examined, as the impedance of the double layer was
varied, to evaluate the idealized concept of electrode
averaging (Eq. 5, Fig. 1) over a range of double layer
impedance values with the double layer conductivity
and permittivity scaled proportional to one another.
To study the concept of weighted averaging (Eq. 4),
in a separate study we divided the electrical double
layer into two sections, impedance A and impedance B,
separated by a small aperture as indicated in Fig. 2c.
The impedances are connected by a thin, highly con-
ductive silver layer, representing the electrode, span-
ning the surface across the top of both impedances.
The impedance of the ﬁrst section of the double layer
was kept constant while the impedance of the second
half was increased ﬁrst by a factor of 2 and then 10.
The potential detected at the electrode surface was
compared with that calculated based on weighting of
the potential beneath each section of the electrode by
the relative electrode impedances.
High-Density Surface EMG
To experimentally test the validity of the conditions
for averaging, we compared high-density surface
EMG1 with EMG data recorded using large surface
electrodes placed over the same skin area. Two healthy
subjects voluntarily participated in this part of the
study. The study was approved by the local ethical
committee of the Radboud University Nijmegen
Medical Center, The Netherlands. We used ﬂexible
high-density electrode grids (Fig. 3a) and single large
pregelled electrodes (Kendall-LTP H59P and H69P,
Fig. 3b), cut to match with predeﬁned electrode areas
(1 9 2.6, 1.8 9 1.8, 2.2 9 2.2, and 2.6 9 3.4 cm2).
The high-density electrode grid consisted of 8 9 15
Ag-AgCl electrodes (2 mm diameter) with an inter-
electrode distance of 4 mm.14 It was placed on the
FIGURE 3. (a) The flexible grid of 120 (8 3 15) electrodes used for high-density surface EMG recordings. Interelectrode distance
was 4 mm making the electrode 3 3 5.8 cm2. The grid was placed transversally over the muscle belly and attached to the skin
using double-sided adhesive tape with holes matching the electrode contacts. (b) Illustrates the position of one of the large
electrodes. Note that the markers that are visible between the high-density electrodes are used to place the large electrode at the
correct position.
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thenar muscle of the right hand (Fig. 3). The electrode
grids were manufactured by Digiraster Tetzner GmbH
(Stuttgart, Germany) and were ﬁxed to the skin using
double-sided adhesive tape. The tape contained holes
matching the electrodes and had small holes in
between, which were used to mark the electrode posi-
tion using a permanent marker. A reference electrode
was placed on the ﬁrst metacarpophalangeal joint of
the ﬁfth digit for both recording situations. Data were
recorded using a 130-channel BioSemi ActiveOne
ampliﬁer system (Amsterdam, The Netherlands) with a
sample rate of 2048 Hz.
To obtain a reproducible EMG signal, the median
nerve was electrically stimulated using a constant
current stimulator with ﬁxed stimulation electrodes
(pulse width 100 ls). By using supramaximal stimu-
lation, all muscle ﬁbers innervated by that nerve
underneath the electrode were activated more or less
simultaneously. This procedure yields reproducible
results if the position of the hand is not altered and
the temperature remains constant. The subject’s
thumb was immobilized and the temperature was
maintained between 33 and 35. The compound
muscle action potential (CMAP) thus recorded was
stored on disk and the electrode grid was removed.
Next, the single large electrode was placed on a pre-
deﬁned location over the muscle. The prior applied
markers guided the placement so that the single elec-
trode matched the predeﬁned area measured with HD-
sEMG as closely as possible (Fig. 3b). The smallest
three electrodes were placed at three different posi-
tions over the muscle while the largest was placed on
two different locations. For each recording a new
pregelled electrode was used.
After removal of the stimulus artifact, the data were
bandpass ﬁltered (10–400 Hz) prior to further analysis.
For each large electrode CMAP, an equivalent aver-
aged CMAP was created by averaging the electric
potential at the corresponding electrodes from the
high-density electrode grid.
Quantiﬁcation of Error
To quantify the diﬀerence between two time-varying
signals for both the model simulation results and the
experimental results, the percentage RMS error
(RMSe) was calculated as
RMSe ¼ 100% 
ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃP
i ðsignal1ðiÞ  signal2ðiÞÞ2P
i signal
2
1ðiÞ
s
ð7Þ
where i denotes the sample points and signal1 and
signal2 are the signals to be compared.
RESULTS
Model Simulation Results
The spatial and temporal variability of the results
depend on parameters as conduction velocity, depth of
the muscle ﬁber, and others. To illustrate this vari-
ability, Fig. 4 compares simulated single muscle ﬁber
action potentials present at the skin surface beneath
the electrode for the case of resistive (a) and conductive
FIGURE 4. Simulated muscle fiber action potentials at the skin surface below the electrode (gray lines). A sample of 44 action
potentials at various locations along the grid underneath the electrode is presented. The action potential detected at the electrode
(metal surface) is also shown (thick black line). Results are presented for simulations conducted for both resistive (a) and
conductive (b) skin tissue.
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skin (b) in the presence of a default electrical double
layer (Table 1). A large spatiotemporal variability may
be noted in the signals beneath the electrode. The
potential predicted by the model at the electrode, equal
across the entire electrode surface due to the low
electrode resistance, is also presented.
In Fig. 5, the potential detected at the electrode is
compared with the calculated average of the signal at
the skin surface without the electrode present. At each
time step, before the average potential was calculated,
the two-dimensional potential distribution beneath the
electrode was linearly interpolated with a spatial
sampling of 0.01 mm to ensure that the average
potential was not affected by the spatial sampling of
the surface potential. A close agreement between the
action potentials may be observed for resistive
(Fig. 5a) and conductive (Fig. 5b) skin. The effect of
the presence of the electrode on representative action
potentials detected at the skin surface beneath the
electrode are compared in Fig. 5c (resistive skin) and
Fig. 5d (conductive skin). In the simulated data, the
presence of the electrode has a negligible effect on the
potential at the skin surface in the example with a high
skin conductivity (RMSe = 0.7%). In the example
with a low skin conductivity (highly resistive), the
inﬂuence of the electrode is slightly larger, yielding an
RMS error of 5.5%.
The variation in RMS error with the impedance of
the electrical double layer is presented in Fig. 6. It may
be seen that assertions I and II, as presented in the
Introduction, are highly dependent on both the prop-
erties of the skin and the double layer. As the imped-
ance of the double layer is reduced, the electrode starts
to contribute to the volume conduction, increasing the
FIGURE 5. (a, b) Simulated muscle fiber action potentials detected at the electrode (black line) and average potential beneath the
electrode without the electrode, including the double layer, present (gray line) for resistive (a) and conductive (b) skin. (c, d)
Examples of simulated action potentials at 4 mm intervals along the skin surface beneath the electrode, with the electrode present
and without the electrode. Data are presented for both resistive (c) and conductive skin (d).
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RMS error and violating assertion I (dotted lines). This
effect is most notable for the conductive skin (Fig. 6b).
In the case of a high-impedance double layer, the
voltage across it may become signiﬁcant, challenging
assertion II (gray lines). The latter effect is most
notable in the case of resistive skin (Fig. 6a). Under the
conditions simulated, for averaging to be precise
(RMSe < 5%), the impedance of the double layer
should not be lower than approximately 0.5 kX/cm2 in
the case of conductive skin, increasing to approxi-
mately 30 kX/cm2 in the case of the resistive skin.
In Fig. 7, the relative weighting of the surface
potentials by the parallel impedances expressed in
Eq. (5) is examined. The data presented conﬁrm that
when there is an uneven distribution of the double
layer impedances, averaging of the surface potential is
indeed weighted with that distribution, even when the
impedances are large enough to prohibit signiﬁcant
current ﬂow between points of the electrode contact
surface. This is true in the present context within an
RMSe of 9.4% for a relative weighting ratio of 1:2 and
4.3% for a relative weighting of 1:10 (Fig. 7).
Experimental Results
Large spatiotemporal variability of the experimen-
tally obtained CMAP was also observed, as illustrated
in Fig. 8. Figure 9 shows an example of the results
obtained for each of the four different large electrodes
for subject #2. A high variability in amplitude across
the high-density electrodes was often observed
(Fig 10). In certain cases, the averaged CMAP ampli-
tude was reduced to almost 50% of the maximal
CMAP recorded at a single high-density electrode.
In total, 11 single large electrode CMAPs were
obtained in this way for each subject. In most cases,
the computed CMAP matched well with the CMAP
obtained with the single large electrode. The mean
diﬀerence expressed as the RMS error was 16.5%
(range 8.6–32.8%) for the ﬁrst subject and 10.7%
(range 4.4–20.1%) for the second subject.
DISCUSSION
In this study, ﬁnite element model simulations and
experimental high-density surface EMG data were
used to conﬁrm the assumption that, under practical
conditions, the potential measured by a large surface
EMG electrode is approximately equal to the average
of the potential distribution directly beneath that
electrode. Furthermore, it was shown that under the
conditions examined, the application of a large elec-
trode, which eﬀectively connects a series of parallel
lumped resistances to the skin, does not strongly aﬀect
the volume conduction properties, Figs. 5 and 9.
The simulation results conﬁrm that both assertions I
and II, deﬁned in the Introduction, are sufﬁciently
FIGURE 6. Variation in the RMS error with the impedance of the electrical double layer. The total RMS error representing the
difference between the voltage recorded at the electrode and the average voltage at the skin surface when the electrode is not
present is indicated with the solid black line. The error due to alterations in the volume conductor, i.e., the difference between the
average voltage at the skin surface when the electrode is present and when it is not present (ref. assertion I) is shown with the
dashed line. The overall difference between the potential at the electrode and the average potential directly beneath the electrode
(ref. assertion II) is shown in gray. The permittivity of the electrical double layer was scaled proportional to the double layer
conductivity. Data are presented for both resistive (a) and conductive (b) skin tissue.
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valid in practice when experimentally reported elec-
trode impedance values are used. The averaging prin-
ciple, although simple in its essence, is not trivial. As
shown by varying the model parameters, averaging of
the surface potential by the electrode does not reﬂect a
generally valid principle of physics, but depends on the
relative properties of the tissue and electrode imped-
ances. For the range of skin properties examined, one
can state that the electrode–skin impedance lies well
within the range where averaging is a valid concept. A
range of skin conductivity values has been both
reported experimentally and used in previous EMG
modeling studies. To capture this range of values, two
different skin conductivities were used to simulate
material properties representative of resistive and
conductive values within this range. A conductivity of
4.3 9 104 S/m was chosen for the resistive skin tissue
based on the values reported by Gabriel et al.10 at
100 Hz and used in a previous study by Lowery et al.15
For the conductive skin tissue, a much higher con-
ductivity of 1 S/m was used based on the study by
Roeleveld et al.16 in which skin conductivity values
were estimated based on comparison of simulated and
experimentally recorded EMG data.
The frequency characteristics of the (bio)electric
source can also play a role due to capacitive compo-
nents in both the tissue and electrode–skin interface.
While at the frequencies of interest for surface EMG,
the electrode–skin interface and the tissue impedances
are largely dominated by the resistive components, at
much higher frequencies of artiﬁcial source signals, for
example in impedance tomography (e.g., 50 kHz), the
capacitive properties of the interface and the tissue will
play a signiﬁcantly larger role.13,19
Finite element analysis is suited to complex geom-
etries for which analytical solutions are not readily
available. It, thus, enables the inﬂuence of the con-
ducting electrode and electrical double layer to be
explicitly included. However, there are limitations to
the model which should be considered. The complex
electrode–tissue interface was approximated as a sin-
gle high-impedance layer of uniform thickness and
electrical properties. To facilitate generation of the
ﬁnite element mesh and reduce the computational
burden, the thickness of the electrical double layer was
increased to a value of 1 mm, several orders of mag-
nitude above its true value. To compensate for this,
the impedance of the double layer was scaled such
FIGURE 7. Simulated action potentials detected at the
electrode with the two sections of the electrical double layer
weighted differently. The action potential at the conductive
surface of the electrode is presented along with the average
potential beneath each section of the electrode double layer
and the action potential calculated based on relative weighting
of the average potentials. The average potential calculated
without taking into account the relative weighting of the action
potentials by the electrode impedances is also indicated.
10 mV
10 ms
FIGURE 8. A ‘‘fingerprint’’ showing the spatiotemporal dis-
tribution of the CMAP response over the HD-sEMG electrode
grid. The interelectrode distance in both directions is 4 mm
resulting in an electrode size of 3 3 5.8 cm2.
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that its total impedance was not altered and remained
typical of experimentally reported values. Consider-
able uncertainty still surrounds the choice of the most
appropriate tissue electrical properties. While many
studies have sought to characterize the electrical
properties of muscle, skin, and fat tissue, there is
(a) avrg. CMAP
CMAP
(b)
(c)
(d)
4 mV
5 ms
FIGURE 9. At the right side the averaged CMAPs (gray lines) as recorded by the HD-sEMG grid over the different surfaces as
indicated in the left column. The electrodes in (a–d) are, respectively, 1 3 2.6, 1.8 3 1.8, 2.2 3 2.2, and 2.6 3 3.4 cm2 in size. Black
lines show the CMAPs as measured with large electrodes over the skin at the same positions. RMS error for (a–d) was 7.1, 7, 7.9,
and 7.1%, respectively.
(a) (b) CMAPs
avrg. CMAP
(c) (d)
4 mV
5 ms
FIGURE 10. CMAP recorded using high-density surface EMG at the locations shown in Fig. 9 are presented to illustrate the high level
of variability present underneath the large electrode. The mean CMAP obtained using the high-density electrode is shown in gray.
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considerable variability among the values reported
in the literature.10 Furthermore, skin, which was
approximated here by a homogenous tissue layer, is
actually laminar in structure, with most of the
impedance due to the highly resistive stratum corneum
which becomes less resistive with increasing depth.
Finally, to accurately capture the average potential at
the skin surface, the data should be sampled at a
sufﬁciently high spatial resolution. In the simulated
data presented, the potential at the skin surface was
ﬁrst interpolated before averaging to increase the
resolution over the surface of the skin. Increasing
the distance between observation points would reduce
the amplitude of average surface potential, causing it
to be underestimated.
In the model, we could also have incorporated a
ﬁnite layer of conductive gel. Such a layer may inﬂu-
ence the volume conductor and its eﬀect will again
strongly depend on the conductivity of the skin.
The additional error introduced will be smaller for the
conductive skin than for the resistive skin, since the
conductivity of electrode gel is low (0.02–0.1 S/m)24
compared to the conductive skin but relatively high for
the resistive skin. However, the complex electrical
properties of the skin are uncertain and have been
simpliﬁed within the model. Furthermore, the experi-
mental results indicate that the application of a pre-
gelled electrode does not strongly alter the volume
conductor properties, which is consistent with the
more conductive skin in the model.
High-density surface EMG was chosen to experi-
mentally evaluate the theoretical assumptions because
it changes the scheme illustrated in Fig. 1 such that
each of the currents ik  0 rather than
Pn
k¼1 ik ¼
ia  0: Each small electrode is ampliﬁed by its own
high-input impedance ampliﬁer. The currents ik,
therefore, are negligible and, critically, they cannot
emerge from the tissue at one site of the electrode and
return at another site, which is essential for the prin-
ciple of averaging over the skin surface (Eqs. 1 and 2).
Furthermore, it should be noted that a very high
electrode impedance will violate the assumption that
the current ﬂowing through the input impedance of the
ampliﬁer ia is much smaller than each of the compo-
nents ik.
Additional possible sources of error in the experi-
mental data include inhomogeneities in the impedance
distribution of the electrode–skin interface (the eﬀect
as presented in the simulation study, Fig. 7), some
inaccuracy in the electrode placement and represented
size, and variability in CMAP responses.
Our experimental results conﬁrm the usability of the
smart ‘‘branched’’ electrode with two simply con-
nected, equally weighed separate parts as presented by
Van Vugt and Van Dijk.3,23 Implicitly, the electrode
construction is dependent on the validity of the aver-
aging principle. We suggest that the assumption of a
homogeneous distribution of electrode impedance,
independent of the absolute value range, may pose the
most relevant challenge to the averaging notion in
general. In practice, therefore, care should be taken
that electrodes used make ﬁrm and even contact to
avoid these unbalanced impedances.
A wide range of possible surface EMG signals has
been considered from single ﬁber to whole muscle
activity. All these examples support the hypothesis of
electrode averaging with a level of precision that is
suﬃcient for practical purposes. It is important to
consider whether there are other experimental situa-
tions in electrophysiology in which the validity of the
averaging principle can be questioned? For instance,
in needle EMG, higher signal frequencies are present,
however, the detection surface of the electrode is
generally very small. If macro-EMG recordings and
needle shaft reference recording in concentric needles
are considered, in the latter, modeling provides evi-
dence for the absence of signiﬁcant current ﬂowing
into and out of the electrode shaft.20 In related
electrophysiological signals such as EEG and ECG,
the frequency content of the signal and spatial vari-
ability are lower than in EMG. The electrodes used
there are certainly relatively small compared to the
variability of the spatial potential. Therefore, for
these signals, one can assume with conﬁdence that
averaging over the electrode will not be signiﬁcantly
violated.
In conclusion, the simulation and experimental
results presented here conﬁrm the intuitive assumption
that a large surface EMG electrode measures the
average value of the potential over the skin beneath it.
The precision of this statement appears to be suﬃ-
cient for all practical EMG situations that one may
conceive.
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